5-Fluorouracil Infiltrations and Ambulatory Pumps: Education, Prevention, and Management Considerations.
Although uncommon, 5-fluorouracil (5-FU) infiltrations do occur. Two case studies involving 5-FU infiltration from totally implanted venous access devices identified at the conclusion of a 46-hour continuous infusion via an ambulatory infusion pump are presented. These cases highlight the importance of patient and caregiver education, considerations for preventing infiltrations, and challenges associated with managing these cases.